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Directional atherectomy has recently been intro- 
duced as an alternative to conventional balloon 
dilatati0n.l It has been shown to be safe and effective 
when applied in human coronary arteries.2T 3 It was 
initially hypothesized that removal of the atheroscle- 
rotic plaque would result in a better immediate result 
with fewer acute complications and a reduced rest- 
enosis rate compared with conventional balloon 
angioplasty.4 However, at the present time it is dif- 
ficult to compare the respective merits of various 
mechanical interventions, since no randomized 
studies have been attempted. While awaiting these 
trials we used information from our quantitative an- 
giography data base to compare patients treated with 
various coronary interventions. Coronary lesions 
from 51 patients who underwent directional atherec- 
tomy were analyzed with the computer-based coro- 
nary angiography system and matched with similar 
lesions treated by means of balloon angioplasty, in- 
tracoronary stenting, and rotational ablation. The 
immediate results from geometric assessment of the 
stenotic lesion by edge detection before and after 
atherectomy are presented and compared with the 
results of conventional balloon angioplasty, intrac- 
oronary stenting, and rotational ablation. 
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METHODOLOGY 
Patient group. From September 1989 through Sep- 
tember 1990, a total of 51 patients (43 men and 8 
women) underwent an atherectomy procedure for 
symptomatic coronary artery disease. Three patients 
underwent two procedures and one patient had three 
procedures. The atherectomy procedure was success- 
ful in 54 of the 56 procedures (postprocedural diam- 
eter of stenosis <50% ). The mean age ( f SD) was 
58.2 ( f 10.1) years. At the time of atherectomy 21 
patients were in New York Heart Association func- 
tional class IV, 11 were in class III and 19 were in class 
II. Coronary angiography showed one-vessel disease 
in 39 patients, two-vessel disease in eight, and three- 
vessel disease in four. The site of obstruction was lo- 
cated in the left anterior descending coronary artery 
in 31 patients, in the right coronary artery in 13, in 
the circumflex artery in nine, and in the venous by- 
pass graft in three. 
Atherectomy procedure. After administration of lo- 
cal anesthesia, an 11F sheath was inserted into the 
femoral artery. All patients received 250 mg acetyl- 
salicylic acid and 10,000 U heparin intravenously. 
Intracoronary injection of isosorbide dinitrate was 
given to minimize any possible spasm. After initial 
angiograms in multiple views were obtained, a special 
11F guiding catheter was placed into the ostium of 
the coronary artery. Under fluoroscopy the guide wire 
was advanced into the distal part of the artery. Then 
the atherectomy device was directed over the guide 
wire and positioned across the stenosis. The support 
balloon was then inflated up to 0.5 atm, the cutter was 
retracted, and the balloon inflation pressure was in- 
creased to 2 to 3 atm. The driving motor was 
activated, and the rotating cutter was slowly ad- 
vanced to cut and collect the protruding atheroscle- 
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rotic lesion in the collecting chamber located at the 
tip of the catheter. After every pass the balloon was 
deflated and either removed or repositioned. On av- 
erage 6.1 + 2.9 passes in multiple directions were 
performed across a stenosis. Atherectomy was con- 
sidered successful when the residual stenosis was less 
than 50% after tissue retrieval. After atherectomy 
the arterial and venous sheaths were usually left in 
place for 6 hours. Patients were monitored for 24 
hours, and RCGs and cardiac enzyme levels were ob- 
tained twice a day. N&&pine was given every 2 
hours after the procedure, and patients continued to 
receive aspirin medication for 1 year. 
Quantttattve coronary angtography. Quantitative 
analysis of the coronary segments was performed 
with the computer-based Coronary Angiography 
Analysis System, which was previously described in 
detail59 6 In essence boundaries of a selected coronary 
artery segment (Fig. 1) are detected automatically 
from optically magnified and video-digitized regions 
of interest (512 X 612 pixels) of a cineframe. The ab- 
solute diameter of the stenosis (in millimeters) is de- 
termined with the use of the guiding catheter as a 
scaling device. Calibration of the catheter in absolute 
values (in millimeters) is achieved by comparing the 
mean diameter of the guiding catheter in pixels with 
the measured size in millimeters. Each individual 
catheter is measured by a micrometer. To correct the 
detected contour of the arterial and catheter seg- 
ments for pincushion distortion, a correction vector 
is computed for each pixel based on a computer-pro- 
cessed cineframe with a centimeter grid placed 
against the input screen of the image intensifier. Be- 
cause the functional significance of a stenosis is 
related to the expected normal cross-sectional area of 
a vessel at the point of obstruction, we use a computer 
estimation of the original dimension of the artery at 
the site of the obstruction to define the interpolated 
reference area. The percentage diameter and area 
stenosis, as well as the cross-sectional area (in milli- 
meters squared), are then calculated. The length of 
the lesion (in millimeters) is determined from the di- 
ameter function on the basis of a curvature analysis. 
By use of the reconstructed borders of the vessel, the 
computer calculates the symmetry coefficient for the 
stenosis. The symmetry index ranges from zero (to- 
tally eccentric stenosis) to one (symmetric). The de- 
gree of coronary bend is assessed by the curvature 
value at the site of the obstruction. This parameter 
is computed as the average value of all the individual 
curvature values along the center line of the coronary 
segment, with the curvature defined as the first de- 
rivative of the tangent as it moves along the center 
line, which for a circle is equal to the reciprocal of the 
radius. 
Hemodynamic assessment. The hemodynamic re- 
sults were determined as described earlier.7-10 Briefly 
the theoretical pressure decrease was calculated by 
means of the arteriogram and digital computation 
according to the formula: Pgrad = Q. (Rp + Q. Rt), 
where Pgrad is the theoretical transstenotic pressure 
decrease (mm Hg) over the stenosis, Q is the mean 
coronary flow (mb’sec), Rp is the Poiseuille resis- 
tance, and Rt is the turbulence resistance. The the- 
oretical transstenotic pressure decrease was calcu- 
lated fur a theoretical blood flow of 1,2 and 3 ml/set. 
The Poiseuille and turbulence contributions to flow 
resistance were determined from stenosis geometry 
assessed by quantitative coronary angiography. 
Matching prucees. To avoid patient selection bias 
we selected populations with comparable baseline 
stenosis characteristics. The coronary artery tree was 
subdivided into 15 segments according to the Amer- 
ican Heart Association guidelines. The lesions were 
individually matched according to the location of the 
stenosis and the reference diameter. Matching was 
considered adequate if the mean dSerence of the 
reference diameter between the groups was identical. 
Three patients who were treated for bypass graft 
stenosis and two patients with an unsuccessful pro- 
cedure were excluded from the matching process. 
Thus 51 lesions treated with intracoronary atherec- 
tomy were individually matched with “twin” lesions 
treated with balloon angioplasty or self-expandable 
stent. The group treated with the Rotablator (Heart 
Technology Inc., Bellevue, Wash.) was not individu- 
ally matched, since only seven patients were in- 
cluded. Their results are represented as a group. Cur- 
rently the Thoraxcenter angiographic registry con- 
tains quantitatively assessed stenosis data for 2300 
patients treated either by angioplasty (n = 1847), in- 
tracoronary stenting (n = 406), directional atherec- 
tomy (n = 56), or rotational ablation (n = 7). 
Device profiles 
Atherectomy devices. In 50 of 51 patients under- 
going atherectomy a 6F catheter was used, whereas in 
one patient a 7F atherectomy device was employed. 
The mean diameter of the atherectomy device was 2.1 
mm by quantitative angiographic assessment. 
Balloon angioplasty. The transverse diameter of 
the deflated balloon is an important determinant as 
to whether a stenosis can be crossed. Currently used 
balloons have favorable profile characteristics as ex- 
pressed by their small diameter (1.0 mm: ranging 
from 0.8 to 1.1 mm). The balloon sizes were matched 
to the reference diameter with the goal of achieving 
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Fig. 1. A, Detected contours superimposed on original video image for a representative right coronary 
artery stenosis filmed in right anterior oblique projection before directional atherectomy. Diameter func- 
tion is shown at bottom. White area is measure for “atherosclerotic plaque.” Minimum luminal diameter 
(uerticle line) is 0.71 mm, corresponding to diameter stenosis of 79% and area stenosis of 96%. B, Contour 
analysis of intracoronary atherectomy device without inflated support balloon. This represents first or 
“prefunctional” stage of intracoronary intervention characterized by intrinsic diameter of device. C, Con- 
tour analysis of intracoronary filmed atherectomy device with inflated support balloon. Beneath this is 
shown diameter function. Mean diameter is 3.08 mm. This analysis represents second or “operational” stage 
in which atherectomy device exhibits its mode of action. D, Single-frame angiogram of right coronary ar- 
tery filmed in right anterior oblique projection after directional atherectomy. Minimum luminal diameter 
increased to 2.27 mm, corresponding to diameter stenosis of 21% and area stenosis of 38 % . 
a ratio of 1:l (inflated balloon diameter:artery diam- Stenting. The self-expanding stent is constrained 
eter). The following balloon diameters were used in on a small-diameter delivery catheter but assumes its 
this study population: 2.0 mm (n = l), 2.5 mm unconstrained larger diameter up to 6 mm when the 
(n = 12), 3.0 mm (n = 27), 3.4mm (n = l), 3.5 (n = 9), constraining membrane is removed. The stent cath- 
and 4.0 mm (n = 1). eter profile mounted on its delivery device is 1.57 
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Fig. 2. Schematic representation of concept of functional and theoretical expansion ratio of various in- 
tracoronary intervention techniques. First or “prefunctional” stage is characterized by introduction of de- 
vice. In becoming operational some devices get expanded (atherectomy, balloon, stent), whereas others 
maintain their original dimensions (laser, Rotablator). End result is determined by recoil phenomenon and 
vascular reactivity. After device is removed maximum acute effect may be partially lost because of elastic 
recoil vessel. Expansion ratio is subdivided into theoretical expansion ratio, which is determined by oper- 
ational device, and functional expansion ratio, which takes into account elastic recoil phenomenon and de- 
scribes net result. 
mm.” In the 51 study patients the unconstrained di- 
ameters were 3.0 mm (n = 51, 3.5 mm (n = 291, 4.0 
mm (n = 9), 4.5 mm (n = 11, and 5.0 mm (n = 3); the 
diameter was unknown in four. The stent sixes were 
selected on the basis of the size of the arterial 
segment, taking into account that the stent in its un- 
constrained form must have a diameter 0.5 mm larger 
than the reference diameter of the stented vessel.ll 
Rotational ablution. With rotational ablation the 
device consists of a rotating abrasive burr of variable 
profile characteristics (from 1.5 to 3.5 mm). In this 
series the largest burr sixe used was 2.25 mm. Choice 
of burr size was selected according to the reference 
diameter. 
QuantttMve assessment of the expansion ratlo of the 
various tivkes. Recently the concept of the expan- 
sion ratio has been addressed.12 Briefly the mecha- 
nism of all intracoronary interventions may be di- 
vided into three stages. The first or “prefunctional” 
stage is characterized by the introduction of the de- 
vice. The device is not yet operational, and its intrin- 
sic dimensions determine to what extent the device 
may be introduced into the coronary tree. During the 
introduction of a bulky device across a stenotic 
lesion, some degree of dilatation occurs as a direct 
result of a Dotter effect, The second or “operational” 
stage starts when the device becomes operational and 
exhibits its specific mode of action (dilatation, cut- 
ting, ablation, vaporization). In becoming opera- 
tional the diameter of the device may expand 
(atherectomy, balloon, stent) or maintain its original 
dimensions (laser, rotational ablation). During this 
stage the maximum effect of the device is achieved. 
The final result after removal of the device is then 
determined by the recoil phenomenon and vascular 
reactivity. Consequently the net luminal gain will be 
less than the initial gain when the device is opera- 
tional (Fig. 2). 
To distinguish the acute effect of the various 
devices from the vascular reactivity and recoil phe- 
nomenon, we subdivided the expansion ratio into the 
theoretical expansion ratio, which occurs during the 
“operational” stage, and the functional expansion 
ratio, which takes into account the elastic recoil phe- 
nomenon and describes the net result.13 Both the 
theoretical and functional ratios were assessed for all 
interventional devices used in our study. The maxi- 
mum achievable diameter of the vessel is calculated 
according to the diameter of the operational device 
while it is active. In the case of balloon angioplasty 
and self-expandable stent, this corresponds to the 
diameter of the inflated balloon and to the uncon- 
strained diameter of the self-expandable stent. For 
atherectomy this was assessed by intracoronary quan- 
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Table I. Effect of directional coronary atherectomy on 55 obstructive lesions 






6.4 + 2.5 




1.1 f 0.4 




3.0 + 0.6 
3.2 f 0.4 
0.03 
it? 
63 +- 11 




1.1 + 0.8 




8.8 + 5.6 
2.6 -t 2.1 
<o.oooo1 
Symmetry index 
0.6 +- 0.3 
0.7 f 0.2 
NS 
MLD, Minimal luminal diameter; DS, diameter stenosis; MLCA, minimal cross-sectional area; SD, standard deviation; NS, not significant. 
Table II. Hemodynamic results immediately after directional coronary atherectumy 
Pressure gradient (mm Hg) 












39.2 f 124.8 20.6 + 59.7 48.0 + 154.5 105.5 + 380.9 197.5 f 697.0 
0.3 f 0.4 0.05 f 0.17 0.4 2 0.1 0.6 f 1.0 1.0 f 1.6 
0.025 0.013 0.026 <O.Ol 0.042 
SD, Standard deviation. 
titative anaIysis during inflation of the support baI- 
loon. The RotabIator does not aher its diameter while 
operational. The postprocedure diameter has been 
measured immediately after withdrawal of the de- 
vice. For example, when the diameter of an intracor- 
onary atherectomy device increases from 2.1 mm to 
3.5 mm on infiation of the balloon, the maximum 
achievable vessel diameter becomes 3.5 mm. How- 
ever, the final luminal diameter at the end of the 
procedure measures 2.6 mm. Thus the theoretical 
and functional expansion ratios are 1.7 (3.5/2.1) and 
1.2 (2.6/2.1), respectively. 
Statirtlcal anatysls. All values are expressed as mean 
values + 1 standard deviation. Morphologic and he- 
modynamic variables before and after atherectomy 
were compared by the paired Student’s t test. Com- 
parisons of the severity of minimum luminal diame- 
ter, area of plaque, and diameter of stenosis among 
the groups were performed by means of analysis of 
variance. If significant differences were found, the 
unpaired Student’s t test was applied. Differences 
were considered statistically significant at p < 0.05. 
OBSERVATIONS 
blrectlonal atherectomy. Fifty-six lesions in 51 pa- 
tients were studied, and a mean of 1.4 angiographic 
projections per lesion were analyzed. The morpho- 
logic and hemodynamic data are presented in Tables 
I and II, respectively. The mean values for the min- 
imum luminal diameter before and after atherectomy 
were 1.1 + 0.4 mm and 2.5 + 0.4 mm, respectively. 
This morphologic improvement was associated with 
a significant decrease in the ce.IcuIated PoiseuiIIe and 
turbulent resistance, as well as a theoretical trans- 
stenotic gradient decrease for a theoretical flow of 1 
mlhec. 
Atherectomy versus angioplaety and stenting. 
Matching according to lesion distribution and refer- 
ence diameter was considered adequate since the 
reference diameter was equal in all groups (3.0 + 0.6 
mm), whereas the mean difference for this parameter 
between the groups was 0.0 + 0.1 mm. No preproce- 
dural differences were found among patients under- 
going atherectomy, balloon angioplasty, and stenting 
with regard to minimum luminal diameter (1.2 -+ 0.4 
mm vs 1.2 + 0.3 mm vs 1.2 + 0.5 mm), diameter 
stenosis (63 f 10% vs 62 f 10% vs 60 it 12%), area 
plaque (8.8 + 5.8 mm2 vs 8.2 + 4.5 mm2 vs 8.4 + 4.5 
mm2), and symmetry value (0.5 f 0.3 vs 0.6 + 0.3 vs 
0.5 + 0.2). Curvature value was less in the atherec- 
tomy group compared with the angioplasty group 
(15.9 + 7.0 vs 22.2 + 13.1). Table III represents the 
changes in minimum luminal diameter, diameter of 
stenosis, and area pIaque induced by presently avail- 
able intracoronary interventional devices as assessed 
by quantitative angiography in our institution. A 
significantly larger gain in lumen diameter was 
achieved by directional atherectomy and stenting 
compared with balloon angioplasty (1.4 mm and 1.3 
mm vs 0.7 mm; p < 0.00001). Rotational ablation re- 
sulted in the smallest luminal increment (1.2 -+ 0.4 
mm to 1.6 + 0.1 mm). 
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Table III. Comparative quantitative analysis of the immediate results of atherectomy, angioplasty, and stenting 
Atherectomy PTCA Stenting 
Before After Before After Before After 
MLD (mm) 1.2 f 0.4 2.6 + 0.4 1.2 I 0.3 1.9 + 0.4* 1.2 rt 0.5 2.5 + 0.45 
AP (mm’) 8.8 + 5.8 2.6 t- 2.1 8.2 + 4.5 5.3 + 4.0* 8.4 r 4.5 3.5 + 2.4t 
DS (%) 63 + 10 20 + 11 62 2 10 36 ‘- ll* 60 r 12 20 * 9t 
PTCA, Percutaneous transluminal coronary angioplasty; MLD, minimal luminal diameter; AP, area plaque; DS, diameter stenosis. 
*p < 0.00001 atherectomy vemw PTCA and stenting versus PTCA. 
tp Value not significant for atherectomy versus stenting. 
Table IV. Quantitative assessment of the theoretical and functional expansion ratio of intracoronary devices 
Intervention 
Device Maximum diameter 
profile (mm) achieved (mm) * 
Postinterventional 




Balloon angioplasty 1.0 (0.8-1.1) 2.8 + 0.5 1.9 +- 0.4 2.9 1.9 
Self-expandable stents 1.6 3.3 sr 0.35 2.5 * 0.4 2.5 1.6 
Directional atberectomy 2.1 (2.0-2.4) 3.3 -t 0.5 2.6 k 0.4 1.6 1.2 
Rotational ablation 2.0 (U-2.3) 1.9 +- 0.4 1.6 T 0.2 1.0 0.8 
‘Assessed by quantitative coronary analysis 
tUnconstrained stent diameter. 
Quantitative analysis of the theoretical and functional 
expansion ratio. Quantitative analysis of the intxacor- 
onary atherectomy device shows a mean diameter of 
2.1 mm, which increases to 3.3 mm after inflation of 
the support balloon. Compared with the other de- 
vices atherectomy has a larger catheter delivery sys- 
tem, which limits the theoretical and effective ex- 
pansion ratio (1.6 and 1.2, respectively). Balloon 
angioplasty and stenting give superior expansion 
ratios, since they are introduced on smaller delivery 
systems. Rotational ablation had the lowest expan- 
sion ratio, since the Rotablator does not change in 
size while in operation (Table IV). 
COMMENTS 
Over the past 5 years there has been a rapid 
increase in the development of new interventional 
devices aimed at supplementing conventional bal- 
loon dilatation. This progress in technology has 
resulted in the introduction of directional coronary 
atherectomy, intracoronary stinting, rotational cor- 
onary ablation, and laser-assisted angioplasty. Clin- 
ical studies have demonstrated the feasibility and 
safety of these interventions; however, the relative 
efficacy of each technique remains to be assessed. 
Edge detection versus vldeodensitometry. The im- 
mediate efficacy of the various coronary interven- 
tions should be assessed by reproducible quanGt&ive 
angiographic measurements.14 Visual estimation of 
the severity of stenosis alone results in unacceptable 
variation in the assessment of changes in coronary 
artery lesions. To obtain values that qe objective and 
reproducible, a computer-assisted technique that 
uses automated edge detection or videodensitometry 
should be applied. I5 Whether edge-detection tech- 
niques are inferior to videodensitumetzy remains an 
unresolved issue. Resulta of a previous study5 dem- 
onstrated that the edge-detection method correlates 
well with densitometric analysis of the severity of 
stenosis before angioplasty. However, after angio- 
plasty discrepancies between these types of measure- 
ments may be observed when a single-plane, view is 
used.16 Recently we have shown that a linear rela- 
tionship exists between edge detection and video- 
densitometzy both before and after atherectomy, al- 
though the strength of this relationship deteriorates 
slightly after atherectomy.17 Therefore we felt justi- 
fied in assessing the immediate efficacy of coronary 
atherectomy by edge-detection analysis. 
Atherectomy versus anglopkwty and atenting. With 
the increasing number of interventional modalities, 
current indications and patient selection become 
diflicult. This study demonstrates the important 
finding that atherectomy and stinting result in a 
larger increase in minimum luminal diameter when 
compared with results of balloon angioplasty (1.4 and 
1.3 mm vs 0.7 mm, p < 0.00001). In addition, no dif- 
ferences in the postinterventional angiographic re- 
sults were observed between groups undergoing 
atherectomy and stenting. Results of this study con- 
842 Unum et al. 
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firm the findings of Muller et all*; however, with our 
more refined matching technique individual atherec- 
tomy lesions were directly compared with angio- 
graphically similar lesions treated by angioplasty or 
stenting. Although a randomized trial is the optimum 
method for comparing the short- and long-term 
results of new interventional techniques, matching 
based on quantitative analysis might become an ac- 
ceptable alternative while patients are awaiting these 
trials. With the use of this matching program we se- 
lected populations with comparable baseline stenosis 
parameters. The lesions were adequately matched, 
since no differences were found in reference diame- 
ter, minimal luminal diameter, area plaque, and 
symmetry index among the three groups. Whether 
the superior immediate results after atherectomy 
and stenting will be associated with a reduction in 
restenosis remains to be assessed in random trials. 
lntracoronary devices. The expansion ratio is an 
important concept that relates the final effect of the 
intracoronary device on the arterial diameter to the 
size of the catheter required to deliver this effect.12 
The maximum effect of the device may be partially 
lost because of the elastic recoil of the vessel. The ex- 
pansion ratio has been subdivided into two compo- 
nents, theoretical and functional, to separate these 
influences.13 Balloon angioplasty and stenting give 
extremely favorable theoretical and functional ex- 
pansion ratios (2.9 and 1.9 vs 2.5 and 1.6, respective- 
ly), since they may be delivered on low-profile cath- 
eters. The directional atherectomy device is more 
limited by the size of the housing and collecting 
chamber. The dimensions of the rotational atherec- 
tomy device do not change during the operation and 
therefore this procedure exhibits the lowest theoret- 
ical expansion ratio. 
Although balloon angioplasty has the most favor- 
able expansion ratio, the final result is profoundly 
influenced by the elastic recoil of the vesse1.1g*20 
Stenting and atherectomy appear to be more effec- 
tive in resisting elastic recoil, although the mecha- 
nisms are likely different. Stenting effectively pre- 
vents this recoil phenomenon presumably because of 
its scaffolding function and its intrinsic dilating 
effect.1ol’3 By physically removing tissue atherec- 
tomy appears to diminish the potential elastic recoil 
effect. However, the actual diameter of the atherec- 
tomy device limits its suitability in smaller coronary 
arteries. 
Limttatlons. There are several limitations of this 
study. First, it is an uncontrolled retrospective ob- 
servational study limited to a subset of patients who 
underwent successful coronary intervention. Al- 
though matching for angiographic variables is a 
promising technique to assess the efficacy of intra- 
coronary interventions, patient- and procedure- 
related variables should also be included in the anal- 
ysis. Second, this study is based on early experiences 
with atherectomy and stenting. Future design 
changes and improved operator experience may fur- 
ther improve the immediate and long-term results. 
Finally, the efficacy of all intracoronary interventions 
will be limited by the problem of restenosis, which 
necessitates careful and complete angiographic fol- 
low-up. Thus controlled clinical trials are imperative 
in the future to determine the immediate angio- 
graphic results and the long-term efficacy of these 
interventions and whether any benefit can be shown 
in particular patient subgroups. 
Conclusions. Quantitative angiographic assessment 
of the immediate results after directional atherec- 
tomy shows significant improvement in the geometry 
and hemodynamics of stenosis. While patients are 
awaiting randomized trials, matching on the basis of 
quantitative analysis might become an acceptable 
alternative for objective and comparative assessment 
of various interventional techniques. In matched 
populations directional atherectomy and stenting 
appear to be more effective intracoronary interven- 
tional devices than balloon angioplasty based on the 
immediate result; however, atherectomy is limited in 
smaller coronary vessels by its larger size. Theoreti- 
cally stenting has the most favorable characteristics 
as a dilating device, although its clinical use is limited 
by its more complicated patient management. 
SUMMARY 
Interventional cardiology has branched in two di- 
rections: devices that primarily dilate coronary 
&noses and those that debulk coronary tissue. 
Presently the optimum coronary intervention has not 
been found. While patients are awaiting randomized 
trials, a comparison based on matched quantitative 
coronary analysis may be useful to evaluate results of 
new interventional techniques. Therefore we com- 
pared 51 patients undergoing atherectomy with in- 
dividually matched patients who were undergoing 
balloon angioplasty and stenting. The lesions were 
matched according to location of stenosis and refer- 
ence diameter. Atherectomy and stenting resulted in 
larger gains in minimal luminal diameter compared 
with conventional balloon angioplasty. The minimal 
luminal diameter was increased from 1.2 + 0.4 mm to 
2.6 +- 0.4 mm in the atherectomy group and from 
1.2 + 0.3 mm to 1.9 + 0.4 mm in the angioplasty 
group (p < 0.00001). Atherectomy and stenting re- 
sulted in similar gains in minimum luminal diameter 
(1.4 mm vs 1.3 mm, p = NS). In addition, atherec- 
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tomy and stenting appear to be more effective in re- 
sisting elastic recoil becauae of tissue removal and 
an intrinsic dilating effect, respectively, In matched 
populations directional atherectimy and stinting 
appear to be more effective intracoronary inter- 
ventional devices than balloon angioplasty based on 
the immediate results. However, atherectomy is 
limited in smaller coronary vessels because of its 
larger size. 
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